mitral valve, and a stack of short axis (SA) images orthogonal to the LA plane, captured between the LV apex and mitral valve.
In standard clinical practice, quantification of LV function is performed via manual delineation of the LV myocardium (endo-and epicardium) within the SA images, for the end-diastole (ED) and end-systole (ES) cardiac phases. This allows the evaluation of standard clinical measurements such as LV ED and ES blood volumes, ejection fraction, and LV mass. 5 Despite delineating only two cardiac phases, such manual tracing can take up to 20 minutes by a radiologist. Full delineation across all cardiac phases would enable useful quantification of motion parameters to identify regional LV dysfunction. However, the excessive effort required for manual full delineation makes it impractical for clinical adoption. Many LV segmentation algorithms have been published to date, with an extensive review provided by Petitjean and Dacher. 6 Techniques used include general image processing-based methods such as intensity distribution modeling of the LV tissue and blood pool 7 ; deformable models such as active contours targeting the myocardium boundaries 8 ; statistical shape and appearance models 9 ; and anatomical atlas-based registration. 10 The attributes of published algorithms vary, ranging from semiautomated 11 to fully automated 12 ; endocardium only 13 to complete myocardium 14 ; mid-slices only 9 to full coverage from apex to base (mitral valve) 7 ; and dual ED/ES phases only 13 to all cardiac phases. 15 Fully automated algorithms are inherently superior in terms of convenience, as well as their elimination of subjective interobserver variability. However, it is still difficult for these algorithms to provide comparable performance to semiautomated algorithms that utilize human expert input. In addition, most published segmentation algorithms-both fully and semiautomated-are only validated against nonpublic, single-institution datasets. 6 This makes comparison between such published results infeasible due to the differing test conditions: differing quantity of test images, the pathological status (or none) of the patients, as well as the imaging parameters and hardware. In our previous work, convolutional neural network (CNN) regression was introduced for the segmentation of LV myocardium, including full coverage from LV apex to base, across all cardiac phases. 16 However, the approach was only semiautomatic (ie, required user input) and was solely trained on SA images; manual intervention was still required to identify the basal and apical SA slices to constrain the volumetric quantification within the LV. In addition, the algorithm did not combine segmentation results across neighboring phases, ie, each 2D slice was processed in isolation, leading to inconsistent results in the contour from one phase to the next. In this study we aimed to develop and validate a fully automated algorithm for segmentation of the LV in cardiac MRI. We improve over the previous work through: 1) redesigning the network architecture to incorporate LA images for localizing apex and base landmarks, which enables full automation of the SA segmentation task; 2) utilizing LA landmarks to stabilize SA segmentation in challenging apical and basal slices by restricting the input SA field-of-view (FOV); and 3) implementing 2D1time postprocessing to improve segmentation consistency.
Materials and Methods

Data
We utilized data from three sources-two sources for the training and primary assessment of the algorithm, and the third source solely for the assessment of scan-rescan reproducibility. The first was data from the 2011 Left Ventricle Segmentation Challenge (LVSC)-a segmentation competition initiated during the 2011 Statistical Atlases and Computational Modelling of the Heart (STACOM) workshop. 17 The LVSC database consists of 200 publicly accessible cardiac MR cine cases; 100 with ground truth myocardial contours in all slices and phases for training and crossvalidation, and 100 unlabeled cases for test validation. The database includes SA and LA volumes. The LA volumes are typically a mix of two-chamber, four-chamber, and LV outflow tract (LVOT) single-slice 2D1time views. The subjects were comprised of patients with coronary artery diseases and regional wall motion abnormalities due to prior myocardial infarction. Patient characteristics were 76.8%/23.2% male/female, with mean age 62.7 years (range 34-84 years). By convention, the ground truth contours included trabeculae and papillary muscles in the blood pool, excluding them from the LV mass. The second data source was the Kaggle Second Annual Data Science Bowl-a competition held in 2016 to evaluate end-systolic (ES) and end-diastolic (ED) blood volumes. 18 The Kaggle database consists of 1140 publicly accessible cardiac MR cine cases; 700 with ground truth ES and ED blood volume measurements for training and crossvalidation, and 440 unlabeled cases for test validation. The database includes SA and LA volumes for most subjects, the LA volumes having a mix of two-chamber and fourchamber single-slice 2D1time views (<1% of subjects also included LVOT views, but these were omitted for ease of processing). The subjects were comprised of a mix of patients with both normal and abnormal cardiac functions. Patient characteristics were 58.8%/41.2% male/female, with mean age 42.1 years (range 2 weeks to 88 years). The Kaggle ground truth only contains clinical blood volume measurements, ie, no myocardial contours, centerpoints, or LA landmarks were available. To address this limitation, we manually assessed the training dataset and manually labeled 104 LA views for additional LA landmark localization training, and 15 cases for additional SA centerpoint localization training. The combined LVSC training data and the manually labeled Kaggle data were initially split 85:15 by subject for training and crossvalidation, respectively, during hyperparameter optimization. The entire training and crossvalidation dataset was then combined for the final training run after all hyperparameters had been finalized. There were a total of 26,069 and 9,860 individual images for SA and LA training, respectively (Table 1) .
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Our third source of data consisted of in-house scan-rescan data from a previous study on LV motion correction. 19 Ten healthy subjects were recruited and scanned three times during the same session, and their respective ES and ED blood volumes quantified via a manually delineated, motion-corrected 3D surface model. All subjects had SA and LA scans, the LA volumes being two-chamber, four-chamber, and LVOT single-slice 2D1time views. Subject characteristics were 30%/70% male/female, with mean age 48.4 years (range 39-61 years) Patient information from the public LVSC and Kaggle databases were anonymized by their respective providers; data usage agreements were obtained for use in this study. This study also received Institutional Review Board (IRB) approval (ref: 989.75) for the reproducibility analysis.
MR Protocol
All MR images from the three databases were acquired using a gated steady-state free precession (SSFP) pulse sequence. The LVSC and Kaggle databases were sourced from a variety of imaging centers and scanner types, leading to a heterogeneous mix of imaging protocols and parameters. For the LVSC database, the range (mode) of imaging parameters were: echo time (TE) 0. 20 Although originating in the 1960s, neural networks have seen a strong resurgence in recent years, thanks largely to improvements in computing hardware and the availability of large quantities of training data. 21 Neural networks can be understood as a chain of linear operations interspersed with various nonlinear activation functions. Each group in the chain is more commonly known as a layer, which consists of a matrix of weights, W, and a vector of biases, b. For each individual layer the input vector is multiplied and summed against W and b, respectively. An element-wise nonlinear activation function (eg, a hyperbolic tangent function) is then applied and the resulting output is used as the input to the subsequent layer and the general series of operation is repeated in further layers.
Traditional neural networks are also known as fully connected networks (FCON), and are typically used with unstructured vector input. For inputs with regular structure (eg, a 2D image), CNN are a more suitable variant. Here, W and b are applied repeatedly in a sliding window fashion analogous to the standard convolution operation in signal processing.
The W and b values of all layers are referred to as the network parameters. Starting from a random initialization, the parameters are iteratively updated by calculating a loss function (eg, mean squared error) and back-propagating the result via an optimization function such as gradient descent, until convergence. Further information may be found elsewhere. 21 SEGMENTATION SYSTEM OVERVIEW. Our system primarily operates on 2D intensity images, as well as 2D first harmonic magnitude images, H1 mag , obtained by applying a 1D Fourier transform across the temporal dimension of a 2D1time slice. In our previous work we found H1 mag to efficiently incorporate temporal information for SA volumes. 16 Three separate neural networks were trained ( Fig. 1 ): 1) LV landmarks (LM) network, where the LV base plane (mid of mitral valve) and the LV apex tip were localized in LA images; 2) centerpoint (CTR) network, where the LV centerpoint was localized in SA images; 3) myocardial boundaries (MB) network, where the myocardial boundaries were delineated in SA images. In all three networks, the inferred result is obtained through neural network regression. This is particularly notable for the MB network, where the myocardial boundaries are delineated as individual radial points inferred from a polar transform of the input image centered on the LV centroid, as opposed to the more common technique of myocardial segmentation by per-pixel classification. In our previous work, we found this regression technique superior to other stateof-the-art per-pixel classification networks; it implicitly enforces useful physiological constraints in the model, such as there being only a single connected object, and that the endo-and epicardium contours share a common centerpoint. 16 For both SA and LA images, an initial estimate of the location of the LV centerpoint, C 0 , was first determined by calculating the intersection point between the SA and LA images. If insufficient LA images were available, C 0 was initialized at the center of each image instead.
In the LM network, individual LA intensity images were first resampled to a standard resolution of 2 mm/pixel, with intensity values normalized to zero mean and a standard deviation (SD) of 1, and a 96 3 96 pixel crop was performed centered on C 0 (Fig.  1a , red x-mark) to include the entire LV. The cropped images were input to the LM network, which outputs four values via regression: the evaluated (x, y) coordinates of the LV base and LV apex tip (Fig. 1b, magenta dots) . These coordinates were used to determine LV longitudinal coverage within the stack of corresponding SA images. This is primarily used to identify which SA slices to be included when evaluating clinical measurements such as ES and ED blood volume, as well as to identify basal and apical SA slices FIGURE 1: Overview of the segmentation system. Each row represents one of the three independent networks (LM, CTR, and MB). Columns illustrate the left-to-right sequential flow of the system: initial source image fi preprocessed input images fi neural network inference fi evaluated output. The network imagery in the third column is representative for the purpose of illustration; refer to Table 2 for the detailed network architecture.
Tan et al.: Automated Segmentation of LV
for additional processing, as described in the Pre-and Postprocessing section.
For the input of the CTR network, the same process of resampling (2 mm/pixel), intensity-normalization (zero mean, SD of 1) and cropping (96 3 96 pixels) was applied to both the SA intensity and H1 mag images with center at C 0 (Fig. 1c , red xmark). Given this input, the CTR network outputs two values via regression: the evaluated (x, y) coordinates of the LV centerpoint, C 1 (Fig. 1d, red crosshair) . These coordinates were used for the polar remapping of the SA images for input into the MB network.
For the input of the MB network, individual SA intensity and H1 mag images were first scaled to 1 mm/pixel, normalized to zero mean and SD of 1, and the images were remapped to polar coordinate space centered on C 1 , with radius 80 pixels and 96 angular sections (Fig. 1e , circular dot pattern represents the polar coordinate space and bounds, red dots indicate zero h position and orange dots indicate positive angular direction). The finer resampling was chosen to improve accuracy of delineation of the myocardial boundary. The resulting remapped images were 80 3 96 in size with cyclical buffering on both ends of the angular dimension. From this, individual 80 3 64 crops were taken along the angular dimension and input to the MB network, in the manner of a sliding window operation with unit step size (Fig. 1f ,g, dotted blue box indicates the size of sliding window). Each individual pass outputs two values via regression: the evaluated radius of the endoand epicardial wall. Thus, for a single SA slice the MB network was evaluated 96 times, resulting in 96 endo-and epicardial radius values (Fig. 1g, red and green lines, respectively) . Finally, these values were remapped back to Cartesian coordinate space to form the myocardial boundaries.
REAL-TIME RANDOM AUGMENTATION. Where there are small numbers of training datasets, random augmentation has been shown to improve generalization of the network by artificially increasing the number of training datasets. 21 Specifically, this involves distorting the original training input data and target output result to create a new training sample, eg, by displacing the image slightly and calculating the new corresponding target centerpoint. Random augmentation is only performed during network training.
For the LM and CTR networks, input images were augmented by random rotation (by 6 1808), flipping, displacement (by 35 mm), and scaling (by 6 15%). For the MB network, input images were randomly rotated by 61808, flipped, centerpoint perturbed up to 75% of the minimum endocardial radius, and scaled by 615%. In addition, for the CTR and MB networks, 10% of the time a circular crop mask was applied to mask out arbitrary non-LV portions of the image, emulating a postprocessing FOV reduction operation. Finally, for all networks we added random Gaussian noise (0 mean, 0.15 SD). The aforementioned random FOV reduction was implemented to train the CTR and MB networks to handle the associated FOV reduction task during inference, as described later in the Pre-and Postprocessing: CTR and MB Network section. Interestingly, during training we noted a small improvement in crossvalidation loss with the addition of the random FOV reduction, even though the crossvalidation inference did not apply any corresponding FOV reduction (Fig. 2) . We hypothesize that the random FOV reduction influenced the network to deemphasize non-LV information.
We performed real-time random augmentation as opposed to pregenerating a fixed number of augmented samples, ie, the random distortions were generated and applied continuously during training.
NETWORK ARCHITECTURE. Our earlier work utilized two networks (CTR and MB) with differing architecture. 16 In particular, the earlier MB network utilized a specific "coarse and fine" dual subnetwork design with varying input windows; the total number of parameters for both networks was around three million. In this study we significantly simplified the network architectures and made them consistent across all three networks, while maintaining the total number of parameters at three million despite the inclusion of an additional new network (LM) for processing the long axis views. All three networks (LM, CTR, MB) now use a single architecture: eight CNN layers 1 four FCON layers, including the final output layer. Each network consists of 1 million parameters. All intermediate layers had parameter quantities of comparable orders of magnitude (right column of Table 2 ).
Exponential linear units (ELU) 22 were used as activation functions for all layers, except the final output layer (no activation function used) and layer nine (maxout activation 23 with three units used). We opted not to utilize any pooling; striding of size two produced similar accuracy at lower operational cost. Standard CNNs were used in all convolutional layers except layer nine, where a separable convolution was used instead; this is an operation where the spatial convolution (depthwise) is performed independently from the channel convolution (pointwise). The use of maxout activation and separable convolution in layer nine was primarily motivated by the need to control the number of parameters in this layer to be of comparable magnitude to the other layers.
Although the quantity of training data here is relatively small, we opted not to use any regularization techniques such as dropout, as we saw little benefit in the observed crossvalidation loss. The real-time augmentation used during training appears to provide sufficient regularization for the task. We used the Adam stochastic optimizer 24 to minimize a standard mean squared error loss function, using a minibatch size of 64. The initial learning rate was set to 0.001, and annealed by half every 10,000 training runs. The network was designed using the TensorFlow r1.0 machine learning framework (Google, Mountain View, CA), and executed on a 3.4 GHz Intel processor-based workstation with a single NVIDIA GTX980 GPU. Each network took 2 hours to complete training. During inference, complete execution of all three networks took 12 seconds per study, including SA and LA volumes.
ADJUSTMENT FOR PEDIATRIC CASES. There were at least 99 subjects in the Kaggle database with age below 12 years, including 17 subjects below 1 year old. The median spatial resolution for subjects 12 years and >12 years of age were 0.7 and 1.4 mm, respectively. The standard 2 mm (LM & CTR) and 1 mm (MB) rescaling used during data preparation would result in a loss of spatial resolution for images captured at finer resolutions. Despite being acceptable for adult-sized hearts, such loss is detrimental for pediatric subjects, particularly infants. We utilized acquisition FOV as a surrogate measurement for heart size, calculated as ffiffiffiffiffiffiffiffiffiffiffiffiffiffi ffi m x 3m y p 3 ffiffiffiffiffiffiffiffiffiffi s x 3s y p , where m x,y is the matrix size, and s x,y is the pixel spacing. From analysis of the Kaggle database, we empirically determined a median reference FOV value of 310 mm, and a "small heart" threshold of 250 mm. For datasets with FOV metric below the threshold, the image was scaled up to match the reference metric. For instance, a dataset with a 200 mm FOV metric would be scaled up by 1.553 during data preparation.
PRE-AND POSTPROCESSING. LM network. If a single subject had multiple LA volumes, the multiple evaluated landmark points were consolidated via the arithmetic mean. If an individual set of points were separated from their counterparts by >15 mm Euclidean distance, they were assumed to be errors and discarded. If only two LA volumes were available but their landmark points disagreed by >15 mm, preference was applied in this order: LA two-chamber (LA2C) ! LV outflow tract (LVOT) ! LA fourchamber (LA4C). We chose this order, as the LA2C acquisition is the most straightforward longitudinal view for LV landmark localization, whereas the LVOT and LA4C acquisitions are more complicated to process, as they may have the aorta and the right ventricle, respectively, in view.
We obtained a single set of (x, y) coordinates for each LA landmark by calculating the median across the cardiac phase. This provides a representative position of the LV apex tip and base (mid of mitral valve). These coordinates were then mapped to their corresponding positions in each SA slice to estimate z-dimension proximity to the LV apex and base position, the z-dimension here being the perpendicular dimension with respect to the SA plane. We expect at least 20% LV coverage (ie, at least 20% of SA slices classified as between apex and base positions). If not, the points were assumed invalid and discarded. In all cases, the threshold constants were determined from analysis of the LVSC training data.
CTR and MB networks. Using results from the LM network, each SA slice was categorized as apex, mid-level, or basal, using the criteria <0.2, 0.2-0.9, and >0.9 fractional z-position, respectively. The mid-level slices were assumed to produce more reliable results and were processed through the CTR and MB networks as is. From these results, we obtained the various LV mid-level centerpoints and calculated the global 95 th percentile of the epicardial radius, r 95 , to be used as contextual information for processing the apical and basal slices. In the CTR network: for apical and basal slices, each initial centerpoint estimate C 0 (the intersection between SA and LA images) is replaced by its evaluated C 1 counterpart (the output of the CTR network) from the neighboring medial slice, with the assumption that the neighboring medial C 1 is a better starting estimate of the current centerpoint under evaluation, particularly for apical slices. We also applied an FOV reduction (ie, a circular crop mask) using r 95 (the mid-level 95 th percentile epicardial radius) as the base value, with 1.23 for basal slices, and 0.5-13 for apex-tip to apex-mid slices. The LV is especially small relative to the full image when close to the apex, potentially causing the network to be confused by other high-intensity objects. This FOV reduction can be thought of as a conservative crop to exclude non-LV objects, which forces the network to only consider image data within the reduced FOV. For the MB network, directly applying a similar reduced FOV tended to reduce the segmentation accuracy of good quality images due to the elimination of surrounding contextual data. Instead, a two-pass run is performed: in the first pass the uncropped image is processed. A second-pass with reduced FOV is applied for images with >15% outlier points. Outlier points were determined by the filtering and smoothing process described below. For postprocessing, CTR and MB results were filtered and smoothed using a periodic cubic spline filter. MB results were smoothed across spatial and temporal dimensions (ie, 2D1time contour smoothing), while CTR results were smoothed temporally only. For the CTR network: outliers were identified by analyzing point-to-point Euclidean distances between neighboring phases; points >5.9 mm distance (which correspond to 99.99 percentile of LVSC training data) were filtered out. For the MB network: outliers for each slice and time frame were identified by analyzing the point-to-point Euclidean distance between neighboring radial points; the threshold was determined using a standard sigmoid function, d = 11exp 2 b3ðx1aÞ 1c, with the median radial distance as input, x. Points exceeding the threshold were filtered out. In all cases, the threshold, categorization, and multiplier constants were empirically determined from analysis of the LVSC training data.
Validation and Testing
For the LVSC database, the validation ground truth was based on a merged, consensus dataset (identified as CS*) built from multiple automatic and semiautomatic raters. 17 We benchmarked our results to the LVSC ground truth in two ways: on an averaged point-bypoint basis via the modified Hausdorff distance (MHD) 25 ; and in the form of binary myocardium images via the Jaccard index and Dice index. In addition, we subdivided the images to apical, midlevel, and basal slice locations, and analyzed their MHD metrics separately (the Dice and Jaccard index can be unreliable metrics for apical slices due to the small size of the LV binary image).
For the Kaggle database, only the ground truth ED and ES blood volumes are provided. We calculated blood volume via trapezoidal rule integration across the identified LV slices, adjusting the result to compensate for LV slice coverage, ie, in cases where the SA slices did not cover the full extent of the LV, the integrated volume result was adjusted to compensate via a truncated ellipsoid function simulating the generic shape of the endocardium. The Kaggle challenge utilizes a continuous ranked probability score (CRPS) for evaluation, which necessitates building a cumulative distribution function (CDF) for the LV volume as opposed to a single value prediction. 18 We fit a linear regression model against the Kaggle training set, with the predicted LV volumes and subject age and gender as regressors. The CDF was built as a Gaussian distribution with mean and standard deviation obtained from the regression model. For the LVSC and Kaggle evaluations, we performed a paired t-test comparing the previous work 16 to the current results. For the scan-rescan reproducibility experiment using inhouse datasets from 10 healthy subjects, we calculated the ED and ES blood volumes in a similar manner to the Kaggle evaluation, then calculated the SD of the volumes across the three scans for each subject, and obtained the overall mean SD across subjects. A paired t-test was utilized to compare the automated and manual results.
By design, the CTR and MB networks are tightly coupled. The results from the CTR network directly feed into the MB network; whereby the CTR network infers the LV centerpoints, and the MB network infers the myocardium as radial distances from the inferred centerpoint to the myocardium boundary. To test the independent errors of both networks, we generated gold standard LV centerpoints from the LVSC CS* reference binary images. For the CTR network, we calculated the independent error as the Euclidean distance between the evaluated C 1 result and the gold standard centerpoints. For context, we also converted this to a fractional result normalized by the average radius of the endocardium (in images with no blood pool, we used the epicardium radius instead). For the MB network, we repeated the LVSC validation test and metrics, but centered on the gold standard centerpoints (as opposed to the C 1 centerpoints). Unfortunately, the LVSC CS* dataset does not include reference delineations for the LA volumes. Thus, we were unable to perform similar independent error analysis for the LM network.
Finally, we tested the added effect of the pre-and postprocessing. The LVSC validation test and metrics were repeated, but with all pre-and postprocessing disabled for both the previous 16 and current work. Specifically, we disabled the special processing for apical and basal slices (FOV reduction), as well as all filtering and smoothing functions as described in the Pre-and Postprocessing section. The results reflect the raw, unfiltered output from the three networks.
Results
Evaluated against the LVSC database, there is a small but statistically significant improvement in all metrics when compared to our earlier, semiautomated work 16 (Table 3) .
Notably, there is an 2% improvement in the modified Hausdorff distance (MHD) despite the change to a fully automated algorithm. To place this metric in perspective, over 95% of slices have MHD values 23 the in-plane resolution (ie, 2 pixels). To the best of our knowledge, this is the highest overall performance to date for a fully automated algorithm tested against the LVSC database (Table 4 ). Figure 3 illustrates results of a representative case from apex to base, diastole to systole. Comparing the previous 16 semiautomated results and current automated results visually, the perceived improvement appears to come from the adoption of 2D1time contour smoothing, which results in higher phase-to-phase consistency. We measure this by calculating the standard deviation of the Jaccard index, Dice index, and MHD metrics across all cardiac phases for each individual slice, demonstrating 4-7% average reduced variation in performance on a phase-to-phase basis (Table 3) . Another notable change is the additional pre-and postprocessing applied to slices at the base and apex. In particular, apical slices are very challenging due to the relatively small size of the blood pool (including disappearance during systolic phases). We did not find a statistically significant difference between the previous 16 and current work in the MHD metric for apical slices (P 5 0.027). However, we suspect this is because the LVSC consensus validation dataset (CS*) does not include ground truth data for many apical slices. Consensus images were only generated for slices with valid results from at least three contributing raters; since apical slices are problematic for many algorithms, this likely resulted in invalid results for many raters. Around 47% of slices categorized as apical by the LM network were not included in the LVSC consensus validation dataset (Fig. 4 , low result density at both ends). This included slices that demonstrated clear visual improvement when compared to the previous work (Fig. 5) . To explore this further, we calculated the MHD metric directly between the previous 16 and current work for all apical slices (ie, as opposed to calculating MHD against the CS* reference). We found that slices missing from CS* had significantly higher mean MHD compared to slices in CS* (2.59 vs. 1.23 mm, P < 0.001), ie, slices missing from SC* showed larger differences in results between the previous and current work. This strongly suggests that apical slices missing from CS* may be Statistically significant difference at P < 0.001 using paired t-test. b Statistically significant difference at P < 0.01 using paired t-test. more challenging (and are thus affected by the additional pre-and postprocessing in the current work). Evaluated against the Kaggle database, there is a similar statistically significant improvement in blood volume estimation for the ED phase, although the ES results are more mixed (Table 3) . Notably, these results are comparable to reported interreader variability values for multiple independent expert readers 27 : bias (mean signed difference) up to 6 13/619 mL for ES/ED, and precision (SD of signed difference) up to 13/13 mL for ES/ED. In comparison, our bias is 17.2/-19.8 mL for ES/ED, and our precision is 13.0/18.8 mL for ES/ED. Despite this, we did not find a statistically significant difference for the continuous ranked probability score (CRPS) (P 5 0.67). This is likely because our CRPS score is strongly affected by the separate linear regression used for its calculation; the regression technique used was unchanged between our previous 16 and current work.
Evaluating the scan-rescan reproducibility, we found no statistically significant difference between the automated and manual methods. The mean variability (SD across three scans, averaged across all subjects) for the ES phase was 2.43 6 1.10 mL and 3.35 6 3.63 mL, P 5 0.41 for the automated and manual methods, respectively. The mean variability for the ED phase was 3.20 6 2.26 mL and 4.40 6 3.17 mL, P 5 0.32 for the automated and manual methods, respectively.
For the independent error analysis, we found the CTR network to perform well, with a mean error of around 1.8 mm or 8% of the endocardial radius ( Table 5) . As expected, apical slices performed the worst and mid-level slices the best. The performance of basal slices was almost similar to apical slices in terms of absolute error, although we suspect this is partially due to limitations of the gold standard centerpoints used; some of the LVSC CS* reference basal slices included only partial binary coverage of the myocardium, affecting calculation of the blood pool centerpoint. Given the low error of the CTR network, we found the independent error of the MB network to be largely similar to its end-to-end performance shown in Table 3 . The independent error is around 1% better for all metrics, the biggest increase being the MHD for apical slices (around 8% improvement).
Finally, we tested the added effect of pre-and postprocessing (PPP), and found its overall effect to be modest. For example, the mean Jaccard, Dice, and MHD metrics for the current work worsened from 0.769/0.864/1.329 mm to 0.767/0.863/1.338 mm with PPP disabled. There was still a statistically significant difference (P < 0.001) for all three metrics comparing the previous 16 to the current work, demonstrating improvements in network training and architecture independent from the additional PPP. In contrast, with PPP disabled, there were no statistically significant differences for all three metrics when testing phase-to-phase consistency (ie, SD between phases) between the previous 16 and the current work, further demonstrating the real effect of PPP 2D1time contour smoothing.
Discussion
In this article we have presented a fully automated algorithm utilizing both SA and LA information concomitantly for the segmentation of LV myocardium in SA cardiac MR images, with full coverage from apex to base, for all cardiac phases. Despite being a fully automated operation, we show a small but statistically significant improvement in FIGURE 4: Segmentation quality as a function of fractional slice position along LV apex (zero) to base (one). Performance is strongest in the mid-LV, with noticeable drop-offs towards the apex and base ends. In addition, towards the apex and base ends there is a lack of data in the consensus gold standard for evaluation. segmentation performance as compared to our previous semiautomated approach, 16 while significantly simplifying and making consistent the network architecture.
To the best of our knowledge, our mean 0.77 Jaccard index represents the best performance to date for a fully automated algorithm as evaluated against the public LVSC database. The only approach exceeding our performance is the semiautomated AU rater (Table 4) , which requires significant manual input through the interactive placement of guide points in 4D.
14 Additionally, the performance scores for AU are slightly advantaged due to its results being used to build the consensus validation dataset; ie, the results for AU are not fully independent of the consensus ground truth. In our evaluation against the Kaggle Second Annual Data Science Bowl challenge, we demonstrated a small but significant improvement in ED blood volume estimation compared to our previous, semiautomated approach. 16 Notably, the performance of the current algorithm is comparable to reported variability values for human raters, 27 despite being tested against an order of magnitude more studies. Our Kaggle CRPS of 0.0122 would have placed us in tenth position out of the 192 original challengers, a respectable outcome considering the MB network used for segmentation was not trained against any of the Kaggle data. Notably, the top three competitors in the original challenge all utilized CNN in some way or form: the champion 28 and second runner-up 29 utilized per-pixel CNN segmentation of the blood pool (endocardium only), whereas the first runner-up 30 utilized direct CNN regression of blood volume (no delineations). LV delineation is inferred through the use of neural network regression. Our design necessitates the use of the polar transform so that the myocardium contour can be parameterized as radial distances from the LV centroid. The polar transform may introduce errors where the blood pool is small; the endocardium contour approaches the LV centroid and may lead to significant interpolation artifacts. This is most apparent in apical slices, and is likely a significant reason for the reduced performance there. Nevertheless, the proposed approach has been shown to be effective overall.
Our approach is dependent on three notable assumptions. First, to handle pediatric cases we assume that small FOVs are a reliable proxy for small hearts, where we can then trigger an extra zoom factor to compensate. This assumption can fail in cases where an inappropriately large FOV was used during acquisition (ie, excessive inclusion of empty space), in patients with a small heart but a large body (would not trigger the small FOV threshold), or in images that have been cropped beforehand (smaller FOV than expected, leading to inadvertent trigger of the zoom factor). Nevertheless, we did not see any of these situations occur in our extensive collection of test data.
The second assumption is a reliance on consistent patient positioning metadata in the DICOM tags; these are used to correlate the SA and LA scans together, enabling the initial centerpoint estimate, C 0 , as well as for mapping the localized LA landmarks to the SA images, defining the LV apex-to-base extent and thus the proper calculation of the clinical measurements, and enabling the FOV reduction in apical and basal slices. Unlike the first assumption of FOV size, we did identify a small number of cases in the Kaggle database where the patient positioning metadata between the SA and LA volumes were inconsistent (eg, where SA For the CTR network, the fractional error was determined by normalizing the absolute error against the average endocardium radius. For the MB network, the rightmost column is the end-to-end network error analysis reproduced from Table 3 for convenience of comparison.
and LA volumes in the same study appeared to have different frames of reference). However, these situations were always easily detectable via out-of-bounds C 0 or landmark coordinates, allowing for straightforward flagging for manual intervention. Finally, the majority of our approach is purely based on 2D or 2D1time. This allows the algorithm as a whole to be insensitive to interslice shifts due to patient movement between slice acquisitions. The FOV reduction for apical and basal slices are exceptions to this, where they depend on consistent interslice positioning. The FOV reduction is based on a relatively conservative value-the 95 th percentile of the mid-level epicardium radiuses-nevertheless, it may fail in situations of extreme interslice shift, although we saw no evidence of that in the independent test data. There were some limitations in our study design. The study design was only retrospective in nature; no new datasets were collected. In addition, we lack reference data for some aspects of our evaluation: the Kaggle dataset contains reference clinical volume measurements but no myocardium delineations, while the LVSC dataset is lacking gold standard delineations in a significant fraction of apical slices.
In conclusion, we have presented a fully automated algorithm utilizing SA and LA information for the segmentation of LV myocardium in SA cardiac MR images, with full coverage from apex to base, for all cardiac phases. This is the best-performing fully automated algorithm to date as evaluated by the public LVSC challenge, while demonstrating performance comparable to human readers in both absolute variability of clinical parameters, as well as in scanrescan reproducibility. This overall performance is a strong indicator of practical clinical utility.
